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UK. E-Abstract—Velocity measurement errors were investigated for an array-based preclinical ultrasound scanner (Vevo
2100, FUJIFILM VisualSonics, Toronto, ON, Canada). Using a small-size rotating phantom made from a tissue-
mimicking material, errors in pulse-wave Doppler maximum velocity measurements were observed. The extent of
these errors was dependent on the Doppler angle, gate length, gate depth, gate horizontal placement and phantom
velocity. Errors were observed to be up to 172% at high beam–target angles. It was found that small gate lengths re-
sulted in larger velocity errors than large gate lengths, a phenomenon that has not previously been reported (e.g., for a
beam–target angle of 0, the error was 27.8%with a 0.2-mm gate length and 5.4%with a 0.98-mm gate length). The
error in the velocity measurement with sample volume depth changed depending on the operating frequency of the
probe. Some edge effects were observed in the horizontal placement of the sample volume, indicating a change in
the array aperture size. The error in the velocity measurements increased with increased phantom velocity, from
22% at 2.4 cm/s to 30% at 26.6 cm/s. To minimise the impact of these errors, an angle-dependent correction factor
was derived based on a simple ray model of geometric spectral broadening. Use of this angle-dependent correction
factor reduces the maximum velocity measurement errors to,25% in all instances, significantly improving the cur-
rent estimation of maximum velocity from pulse-wave Doppler ultrasound. (E-mail: da.kenwright@gmail.
com)  2015 The Authors. Published by Elsevier Inc. This is an open access article under the CC BY license
(http://creativecommons.org/licenses/by/4.0/).
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phantom.INTRODUCTION
Doppler ultrasound provides a means to measure blood
velocity and is used in both research and clinical investi-
gations to quantify the extent and effect of arterial dis-
ease. Applications include determination of the degree
of stenosis for determining stroke risk (Grant et al.
2003); the downstream resistance to flow to assess renal
haemodynamics (Chen et al. 1993); volumetric blood
flow, also requiring a measurement of arterial diameter
(Alvarez et al. 1993); and wall shear stress as a potential
indicator of atherogenic risk (Blake et al. 2008; Yang
et al. 2013a). Velocity measurements are typically
derived from either the mean or maximum frequency of
the Doppler spectrum. The mean frequency is very
sensitive to the placement of the sample volume within
the flow field, and movement artefacts such as
transducer motion or vessel displacements betweenddress correspondence to: David A. Kenwright, Centre for Car-
ular Science, The University of Edinburgh, Queen’s Medical
ch Institute, 47 Little France Crescent, Edinburgh, EH16 4 TJ,
mail: da.kenwright@gmail.com
2232cardiac cycles can cause the sample volume to move
relative to the vessel. In contrast, the maximum
frequency of the Doppler spectrum is less likely to
change with sample volume placement, and thus,
measurements of blood velocity often use the maximum
Doppler shift. However, ultrasound systems are
susceptible to high measurement errors in maximum
blood velocity. For clinical systems, this error has been
found to be typically in the range 0%–60%; however,
this can increase to .100% when the Doppler angle
approaches 80–90 (Hoskins 1996, 1999). Although
the misalignment of the ultrasound beam within the
target vessel is corrected for with the angle cursor via
the Doppler equation, this assumes that the ultrasound
beam is received at a single, narrow point on the array
(Fig. 1a), when in reality the aperture of a transducer is
of a finite width, causing the target velocity vector to sub-
tend a range of angles (Fig. 1b) that are not accounted for
(Newhouse et al. 1980). This phenomenon is known as
geometric spectral broadening and has been reported to
be the main source of error in maximum velocity estima-
tion (Hoskins 1999; Hoskins et al. 1999).
Fig. 1. (a) The Doppler equation, used to calculate the velocity
V of a moving target from the Doppler shift in the transmitted
and received ultrasound signal, assumes the transducer is at a
distance L from the target at an angle to the ultrasound beam
q and does not take into account the size of the aperture D.
(b) In reality, the aperture has a finite width (D. 0), and there-
fore, there are a range of angles (q 2 d to q 1 d) that the beam
subtends, causing a spread in the received Doppler shift from a
target moving with constant velocity.
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animal anatomic and functional in vivo imaging because it
has high resolution, occurs in real time, is free from ionis-
ing radiation and is relatively inexpensive. It is increas-
ingly used as an imaging modality in preclinical
investigations, where preclinical relates to models
of human disease and often uses small animals such as
mice, rats and zebrafish (Goertz et al. 2002; Goessling
et al. 2007; Heiss et al. 2008). The first commercially
available preclinical imaging system utilised
mechanically swept single-element transducers (Foster
et al. 2002). A recent study found that for this system,
the maximum velocity from spectral Doppler was overes-
timated by up to 158%, with good agreement with errors
predicted from geometric spectral broadening at high
beam–target angles (Yang et al. 2013b). As each single-
element transducer has a fixed focal depth, the range of
useful angles that can be obtained for spectral Doppler
measurements is limited. An array-based preclinical sys-
tem has been developed (Foster et al. 2009).Multiple focal
depths can be achieved with electronic focus of the array
elements, such that the beam characteristics can be opti-
mised for Doppler measurements over a variety of depths.
Unlike the clinical situation, to date there is limited
information on velocity errors in high-frequency ultra-
sound applications. In this article, we use a small-sizerotating phantom to investigate, for the first time, the ve-
locity errors in an array-based preclinical ultrasound
scanner, which is predicted to suffer from the same limi-
tations as lower-frequency clinical systems.
METHODS
Ultrasound scanner
Ultrasound scanning was performed using a Vevo
2100 high-frequency ultrasound scanner (FUJIFILMVis-
ualSonics, Toronto, ON, Canada) with a MS-550 D
linear-array probe with a central frequency of 40 MHz
(broadband frequency: 22–55 MHz). The probe could
be set to operate at 32 MHz (default value) or 40 MHz.
Rotating phantom
A miniature rotating phantom composed of tissue-
mimicking material (TMM) was created as described
by Yang et al. (2013b). The TMM was developed for
use with clinical ultrasound systems (Teirlinck et al.
1998) and was recently characterised at high acoustic fre-
quencies (Rajagopal et al. 2015; Sun et al. 2012). Briefly,
a cylinder of TMM was set in a mould (inner diameter5
6 mm) on a nylon drive wheel, supported by projecting
loop of copper wire. Once the TMM had set, the mould
was removed. The drive wheel with the TMM was
attached to the drive shaft of the motor of a modified
string phantom (BBS Medical Electronics, H€agersten,
Sweden). The motor was controllable to provide a
constant rotational velocity. The TMM provided
ultrasound backscatter such that a Doppler signal could
be obtained from the outer edge. The phantom was
submerged in a tank filled with 9% glycerol solution by
volume, which had an acoustic velocity of 1540 m/s at
20C. An acoustic absorber pad was placed underneath
the phantom to reduce ultrasound reflections. The
experimental setup is illustrated in Figure 2a.
Experimental measurements
Pulse-wave (PW) spectral Doppler measurements of
velocity were carried out while varying five different pa-
rameters: measurement angle; sample gate length; mea-
surement depth (distance from transducer to sample
gate); lateral position of the sample gate along the face
of the array; and velocity of the rotating phantom. In
each case the true linear velocity (Vtrue) was obtained
by measuring the period of rotation (T) from a spike in
the Doppler trace caused by an indentation in the surface
of the TMM, such that
Vtrue5pd=T (1)
where d is the diameter of the TMM cylinder (6 mm). The
percentage error in the measured velocity (Verr) from
Doppler ultrasound (VDoppler) was therefore
Fig. 2. (a) Experimental setup. The dashed line represents the ultrasonic beam. (b) The sample gate is acquiring Doppler
measurements at three different angles on the surface of the rotating phantom. The dashed lines represent the angle cursor
aligned tangentially to the surface of the rotating TMM cylinder. TMM 5 tissue-mimicking material.
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Velocity measurements from PW Doppler were ob-
tained by using the maximum Doppler frequency trace
averaged over 5 s using the on-board analysis software
on the VisualSonics scanner. The maximum frequency,
which originates from the outer edge of the rotating phan-
tom from which the velocity was estimated, was used.
Figure 2b is a schematic indicating how Doppler mea-
surements were obtained from the surface of the TMM.Angle dependency
To assess the angle dependence of velocity measure-
ments, the Doppler gate was located at a fixed depth of 6
mm in the centre of the display (i.e., with the aperture
originating from the centre of the array). The gate length
was set to the minimum (0.12 mm at 32 MHz, 0.11 mm at
40 MHz). Measurements were taken at multiple positions
along the outer edge of the rotating phantom, with the
probe being moved vertically and laterally to maintain
the same depth and lateral position of the Doppler gate.
At each position, the angle cursor was adjusted to be
tangential to the surface of the TMM. Thus, velocity mea-
surements could be taken on the surface of the TMM at
angles between 0 and 80 with a step size of 5, as
limited by the on-board software. Four independent mea-
surements were taken at each angle. Measurements were
repeated with the probe set to operate at 32 and 40 MHz.Sample volume dependency
To determine sample volume dependency, the above
measurements were repeated with the probe at the
default frequency (32 MHz) and the Doppler gate set to
four different lengths: 0.12 mm (minimum gate length),0.22 mm, 0.51 mm and 0.94 mm (maximum gate length).
Four independent measurements were taken at each gate
length.
Depth dependency
To assess the depth dependence of velocity measure-
ments, measurements were taken with the tangential sur-
face of the TMM at 45 to the ultrasound beam (with the
Doppler angle also fixed at 45), chosen as being the
typical obtainable angle during in vivo Doppler measure-
ments. The probe was then moved vertically at 1-mm
intervals, and the Doppler gate manually repositioned to
the outer edge of the moving phantom. Measurements
were made with the aperture originating from the centre
of the array. Four independent measurements were taken
at each depth, with the probe set to operate at both 32 and
40 MHz.
Lateral aperture position dependency
For lateral position dependency, the sample gate was
placed at multiple horizontal positions within the imaging
window (and therefore along the face of the array) while
keeping the depth fixed at 6 mm, the default depth and
also typical of measurement depth used in preclinical
practice. The lateral position was determined off-line
using the pixel coordinates of the centre of the sample
volume from a TIFF screenshot of the measurements.
Measurements were binned into 2-mm intervals at
32 MHz and 1.4-mm intervals at 40 MHz. All measure-
ments were taken at a fixed angle of 45. Measurements
were taken left-to-right twice and right-to-left twice.
Velocity dependency
Finally, the velocity of the rotating phantomwas var-
ied between 2 and 27 cm/s while measurements were
Fig. 3. B-Mode and pulse-wave Doppler measurements of the
rotating phantom at 40 and a depth of 6 mm, with the probe
set to 32 MHz and the sample volume size 0.12 mm (i.e., min-
imum for 32 MHz).
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the velocity error was calculated.Theoretical error from geometric spectral broadening
In estimating blood velocity, the Doppler equation
was used in the form
V 5
cfd
2ft cos q
0 (3)
where c is the estimated speed of sound in tissue (gener-
ally 1540 m/s), fd is the detected Doppler shift frequency,
ft is the transmitted frequency and q is the angle between
the path of the ultrasound beam and the direction of the
blood flow. The angle q assumes that the ultrasound
beam is received at a single, narrow point, when in reality
a range of angles (q2 d to q1 d) are subtended across the
width of the ultrasonic aperture.
Using a simple model of geometric spectral broad-
ening (Hoskins 1999), we can take into account theFig. 4. Error in the maximum velocity measurement as a fu
(a) 32 MHz and (b) 40 MHz (black circles). The theoretica
GSB is indicated by the dashed lines. The error after the appli
broadening reduces the measured error to ,22% (redlargest angle subtended by the ultrasound beam to the
aperture and hence we can estimate that the error in the
maximum velocity measurement (Verr) from PW Doppler
can be given as
Verr5 ðD=2LÞtan q (4)
where D is the aperture width of the transducer, L is the
measurement depth and q is the beam–target angle. For
the full derivation, see Yang et al. (2013b). The aperture
width can be estimated from the f-number (or focal ratio)
N, where N 5 L/D. For the Vevo 2100, the software at-
tempts to maintain a constant f-number of 2 by adjusting
the aperture width with depth (communications with the
manufacturer). On this basis, we test a correction for
the effects of geometric spectral broadening such that
the corrected velocity Vcorr is given by
Vcorr5Vmeasured3CF; (5)
where Vmeasured is the measured velocity and CF is a
correction factor:
CF5
1
ðD=2LÞtan q11 (6)
RESULTS
In Figure 3 are example B-mode and Doppler spec-
trum measurements of the rotating phantom.
Figure 4 illustrates the estimated maximum velocity
error from the MS-550 D as a function of measurement
angle for both operating frequencies at the minimum
sample volumes. The measured values were compared
with the theoretical error from geometric spectral broad-
ening. A correction factor as a function of beam–target
angle was derived from this theoretical error (Fig. 5).
The measured velocity was then multiplied by thenction of the beam–target angle for transducers set to
l expected error based on a zero-beam-width model of
cation of a correction factor based on geometric spectral
squares). GSB 5 geometric spectral broadening.
Fig. 5. Correction factor derived from the theoretical effect of
geometric spectral broadening.
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squares). For both operating frequencies of the probe, the
measured error increased with angle up to 172%. With
corrections for geometric spectral broadening, the error
was improved for all angles .0. When the probe was
set to 32MHz and with corrections for geometric spectral
broadening, the error was 186 5%. When the probe was
set to 40 MHz, the measured error was 10 6 8%, and
agrees more closely with the theory at higher angles.
Figure 6 illustrates how the error in maximum veloc-
ity estimation changed with angle for four different gate
lengths before (Fig. 6a) and after (Fig. 6b) correcting
for geometric spectral broadening with the correction fac-
tor. The greatest difference appeared at lower angles, and
as the gate length was increased, the agreement with theo-
retical error improved. For example, with a beam–target
angle of 0, the error in the maximum velocity measure-
ment was 27.8% when measured with a 0.2-mm gateFig. 6. Error in maximum velocity measurement as a function o
and (b) after correction for theoretical error from GSB. The m
from geometric spectral broadening at larger sample volume
set to 32 MHz. GSB 5 geomelength and 5.4% with a 0.98-mm gate length. Figure 7
illustrates that the difference in velocity error decreased
with increasing gate length.
Figure 8 illustrates velocity error as a function of
the gate depth at both operating frequencies for
measurements at a Doppler angle of 45. There was little
change in the error when the probe was operating at
32 MHz, but at 40 MHz, there was a decrease in error
at depths .9 mm.
Figure 9 illustrates velocity error as a function of
horizontal sample gate position along the array at
32MHz (Fig. 9a) and 40MHz (Fig. 9b) for measurements
at a depth of 6mm and a Doppler angle of 45. At 40MHz
there was a change in velocity error at the extreme edges
of the position: an increase in the error on the left side,
and a decrease in the error on the right side.
Figure 10 illustrates velocity error for a set depth
(6 mm), angle (0), sample volume (0.12 mm) and lateral
position (centre), as a function of the true velocity of the
rotating phantom. The error ranged from 22% at 2.4 cm/s
to 30% at 26.6 cm/s. The velocity error increased approx-
imately linearly (R2 5 0.83) as the true velocity of the
phantom increased.DISCUSSION
In this study we found that PW Doppler measure-
ments of velocity on an array-based preclinical ultra-
sound system can be overestimated by up to 172%,
with higher errors at higher angles. We compared the
magnitude of this error with the error predicted from a
simple ray model of geometric spectral broadening,
which takes into account the usually neglected width of
the aperture of the transducer during maximum velocity
estimation. The variable size of the aperture width in
array-based transducers is generally seen as beneficial
as it can provide multiple focal depths and optimalf beam–target anglewith (a) changing sample volume size
easured error more closely matches the theoretical error
sizes, with improved agreement at larger angles. Probe
tric spectral broadening.
Fig. 7. Error in maximum velocity measurement as a function
of sample volume. Probe set to 32 MHz.
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introduces an additional source of error. The assumption
was made that the error in the maximum velocity mea-
surement would be similar to that seen in clinical systems
(Hoskins 1999) and the single-element preclinical system
(Yang et al. 2013b). Previously, the difference between
finite-beam-width and zero-beam-width models was
found to be small, between 0.5% and 2%, for a single-
element high-frequency scanner (Yang et al. 2013b),
therefore, a zero beam width was assumed at the focus.
The observed error is consistent with what has previously
been observed in clinical systems and an earlier single-
element preclinical system.
We have noted a strong dependency of estimated
maximum velocity on Doppler gate length, which
to our knowledge has not been previously reported
for PW spectral Doppler measurements. The error is
reduced when the gate length is increased and more
closely matches errors resulting from geometric spectralFig. 8. Error in maximum velocity measurement as a function
surements are at a fixed angle (45), the theoretical error from g
are lines of best fit. For the 40-MHz probe, two lines of best fi
depth.broadening. This effect has not been previously reported
for either clinical or preclinical ultrasound systems. One
possible explanation is that it is due to the frequency esti-
mation at low sample volumes, which will be broadened
because of the short length of the observation of the pulse.
This would increase the maximum velocity estimation
and, therefore, account for the greater overestimation.
An investigation into this phenomenon could be under-
taken through simulation of the Doppler measurement
process (e.g., Jensen 1996; Van Canneyt et al. 2013),
but is beyond the scope of this article.
Previous studies have reported that the variation in
velocity error with Doppler gate depth in clinical systems
is due to a change in the f-number (Hoskins 1999). For
the preclinical system of this study, there was no varia-
tion in error with gate depth at 30 MHz, suggesting
that the f-number remains constant (i.e., the Doppler
aperture is increased in proportion with the gate depth).
At 40 MHz, the velocity error is initially constant with
increasing depth up to 9 mm, but the error decreases
for greater depths. This suggests that the f-number is
initially maintained constant, but decreases for depths
.9 mm. The most likely explanation is that the Doppler
aperture size increases to a depth of 9 mm and is main-
tained constant beyond 9 mm. Similarly, we have
observed small changes in the velocity estimation with
horizontal placement of the sample gate when the probe
is operating at 40 MHz. This may indicate that some
change in the aperture size is effected by the on-board
software as the extreme edges of the measurement win-
dow are reached, as previously observed in clinical ultra-
sound systems (Hoskins et al. 1999). Future work that
measures the aperture width of the transducer for
different measurement positions would provide useful in-
formation, but is outside the scope of this article.
We derived a correction factor based solely on geo-
metric spectral broadening, using knowledge of theof gate depth at (a) 32 MHz and (b) 40 MHz. As all mea-
eometric spectral broadening is constant. The solid lines
t are shown to illustrate the changing trend at increased
Fig. 9. Error in maximum velocity measurement as a function of the lateral position of the gate along the face of the trans-
ducer array at 32 MHz (left) and 40 MHz (right). The solid lines indicate the mean velocity error.
Fig. 10. Error in maximum velocity measurement as a function
of the true velocity of the rotating phantom. The solid line is a
linear fit to the data. Probe set to 32 MHz.
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cally displayed by default on commercial ultrasound sys-
tems) and the aperture width, which can be estimated
from the f-number, which has been found to remain con-
stant for a probe operating at 32 MHz and appears to in-
crease at large depths when operating at 40 MHz. The
manufacturer confirmed that the on-board software at-
tempts to maintain an f-number of 2 throughout the image
depth and sets the aperture width (i.e., number of active
elements) accordingly, until the maximum aperture is
reached, limited by the number of elements available.
By application of this correction factor to the measured
maximum velocity, the overestimation is reduced to
,25% at all measured angles. Users of other ultrasound
systems could use this method either by obtaining the
f-number of the probe (not typically displayed to the
user) or by measuring the aperture width using a needle
hydrophone (e.g., see Yang et al. 2013b). We can see no
reason why such a correction factor could not be added
to the on-board software of future ultrasound systems,
eliminating the need for the end user to correct for these
measurement errors. However, the failure of the correc-
tion factor to fully eliminate velocity errors also indicates
that there is still a large measurement error (up to 25%) at
low angles and small gate lengths, which means that geo-
metric spectral broadening does not fully explain the er-
rors in maximum velocity estimation.
A review of ultrasound blood velocity measure-
ments (Hoskins 2002) lists three other sources of error
in calculating velocity from the Doppler frequency shift,
all of which come under the general term ‘‘intrinsic spec-
tral broadening.’’ First, there is the variation is the veloc-
ity during the sample time or acceleration (Fish 1991). In
this study, we have a fixed velocity; therefore this will be
zero. ‘‘Velocity gradient broadening’’ is due to the varia-
tions in velocity within the sample volume under observa-
tion. Because of the cylindrical nature of the phantom
used in this study, there will be additional velocity com-
ponents from within the phantom (due to a finite beamwidth); however, these will be lower than the velocity
of the outer edge and have no effect on estimation of
the maximum velocity. ‘‘Transit time broadening’’ is
associated with the length of time the moving target re-
mains in the beam. Transit time broadening may have a
greater effect in high-frequency ultrasound systems, and
further work in modelling this effect would be of interest.
However, geometric spectral broadening has been found
to be the main source of error in maximum velocity esti-
mation in clinical systems (Hoskins 1999; Hoskins et al.
1999).
Human error already accounts for large errors in
Doppler velocity measurements, arising from incorrect
angle alignment, sample volume placement and gain set-
tings (Lui et al. 2005). It is important to minimise such
errors, and testing ultrasound equipment with phantoms
can provide information on further velocity errors. Given
the proliferation of ultrasound in preclinical imaging and
the applications that benefit from PW Doppler
Array spectral Doppler using rotating phantom d D. A. KENWRIGHT et al. 2239measurements, the authors are of the view that the wide-
spread use of the derived correction factor to improve the
accuracy of blood velocity measurements would greatly
benefit future preclinical studies. By correcting for geo-
metric spectral broadening with a correction factor, users
of preclinical ultrasound scanners in research can
improve the accuracy of measurements of blood velocity
compared with those provided directly by the on-board
software.CONCLUSIONS
We have investigated errors in the maximum
velocity measurements using pulse-wave Doppler for a
first-generation commercial array-based preclinical ultra-
sound scanner. Errors consistent with geometric spectral
broadening have been observed, similar to those errors
seen in clinical ultrasound systems. The error is also high-
ly sensitive to sample volume length, indicating that other
sources of spectral broadening are involved. Maximum
velocity measurement errors are between 25% and
172% depending on the measurement angle. By Correc-
tion for geometric spectral broadening alone can reduce
measurement errors to ,25% at all angles.Acknowledgments—We thank Gillian A. Gray, Patrick W. Hadoke and
Adrian Thomson for useful discussions. This work was supported by
British Heart Foundation Project Grant PG/10/012/28201.REFERENCES
Alvarez D, Vazquez H, Bai JC, Mastai R, Flores D, Boerr L. Superior
mesenteric artery blood flow in celiac disease. Dig Dis Sci 1993;
38:1175–1182.
Blake JR, Meagher S, Fraser KH, Easson WJ, Hoskins PR. A method to
estimate wall shear rate with a clinical ultrasound scanner. Ultra-
sound Med Biol 2008;34:760–774.
Chen JH, Pu YS, Liu SP, Chiu TY. Renal hemodynamics in patients with
obstructive uropathy evaluated by duplex Doppler sonography.
J Urol 1993;150:18–21.
Fish PJ. Nonstationarity broadening in pulsed Doppler spectrum mea-
surements. Ultrasound Med Biol 1991;17:147–155.
Foster FS, Mehi J, Lukacs M, Hirson D, White C, Chaggares C,
Needles A. A new 15–50 MHz array-based micro-ultrasound scan-
ner for preclinical imaging. Ultrasound Med Biol 2009;35:
1700–1708.
Foster FS, Zhang M, Zhou Y, Liu G, Mehi J, Cherin E, Harasiewicz K,
Starkoski B, Zan L, Knapik D, Adamson SL. A new ultrasound
instrument for in vivo microimaging of mice. Ultrasound Med
Biol 2002;28:1165–1172.Goertz D, Joanne L, Kerbel R, Burns P, Foster FS. High-frequency
Doppler ultrasound monitors the effects of antivascular therapy on
tumor blood flow. Cancer Res 2002;62:6371–6375.
Goessling W, North TE, Zon LI. Ultrasound biomicroscopy permits
in vivo characterization of zebrafish liver tumors. Nat Methods
2007;4:551–553.
Grant EG, Benson CB,Moneta GL, Alexandrov AV, Baker JD, Bluth EI,
Carroll BA, Eliasziw M, Gocke J, Hertzberg BS, Katanick S,
Needleman L, Pellerito J, Polak JF, Rholl KS, Wooster DL,
Zierler RE. Carotid artery stenosis: Gray-scale and Doppler US
diagnosis—Society of Radiologists in Ultrasound Consensus Con-
ference. Radiology 2003;229:340–346.
Heiss C, Sievers RE, Amabile N, Momma TY, Chen Q, Natarajan S,
Yeghiazarians Y, Springer ML. In vivo measurement of
flow-mediated vasodilation in living rats using high-resolution
ultrasound. Am J Physiol Heart Circ Physiol 2008;294:
H1086–H1093.
Hoskins PR. Accuracy of maximum velocity estimates made using
Doppler ultrasound systems. Br J Radiol 1996;69:172–177.
Hoskins PR. A comparison of single-and dual-beam methods for
maximum velocity estimation. Ultrasound Med Biol 1999;25:
583–592.
Hoskins PR. Ultrasound techniques for measurement of blood flow and
tissue motion. Biorheology 2002;39:451–459.
Hoskins PR, Fish PJ, Pye SD, Anderson T. Finite beam-width ray model
for geometric spectral broadening. Ultrasound Med Biol 1999;25:
391–404.
Jensen JA. FIELD: A program for simulating ultrasound systems. Med
Biol Eng Comput 1996;34:351–353.
Lui EYL, Steinman AH, Cobbold RSC, Johnston KW. Human factors as
a source of error in peak Doppler velocity measurement. J Vasc Surg
2005;42:972–979.
Newhouse VL, Furgason E, Johnson G, Wolf D. The dependence of ul-
trasound Doppler bandwidth on beam geometry. IEEE Trans Sonics
Ultrason 1980;27:50–59.
Rajagopal S, Sadhoo N, Zeqiri B. Reference characterisation of sound
speed and attenuation of the IEC agar-based tissue-mimicking mate-
rial up to a frequency of 60 MHz. Ultrasound Med Biol 2015;41:
317–333.
Sun C, Pye SD, Browne JE, Janeczko A, Ellis B, Butler MB, Sboros V,
ThomsonAJW, BrewinMP, EarnshawCH,Moran CM. The speed of
sound and attenuation of an IEC agar-based tissue-mimicking mate-
rial for high frequency ultrasound applications. Ultrasound Med
Biol 2012;38:1262–1270.
Teirlinck CJ, Bezemer RA, Kollmann C, Lubbers J, Hoskins PR,
Ramnarine KV, Fish PJ, Fredeldt KE, Schaarschmidt UG. Develop-
ment of an example flow test object and comparison of five of these
test objects, constructed in various laboratories. Ultrasonics 1998;
36:653–660.
Van Canneyt K, Swillens A, Lovstakken L, Antiga L, Verdonck P,
Segers P. The accuracy of ultrasound volume flow measurements
in the complex flow setting of a forearm vascular access. J Vasc Ac-
cess 2013;14:281–290.
Yang X, Hollis L, Adams F, Khan F, Hoskins PR. A fast method to es-
timate the wall shear stress waveform in arteries. Ultrasound 2013a;
21:23–28.
Yang X, Sun C, Anderson T, Moran CM, Hadoke PW, Gray GA,
Hoskins PR. Assessment of spectral Doppler in preclinical ultra-
sound using a small-size rotating phantom. Ultrasound Med Biol
2013b;39:1491–1499.
